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Preface 

The document herein was produced by the Global Harmonization Task Force3 a voluntary 
group of representatives Tom medical device regulatory ageneies and the regulated industry. 
The document is intended to provide non-Binu%rg guidance to regulatory authorities for use in 
the regulation of medical devices, and has been subject to consultation throughout its 
development. 

There are no restrictions on the reproduction, distribution or use ofthis document; however, 
incorporation of this document, in part or in whole, into any oth& doeument,:or its translation 
into languages other than English, ‘does not convey or represent an e~dor~e~~nt of any kind 
by the Global Harmonization Task Force. 

15 Septernber 2005 
__ 
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Introduction 

The objective of the adverse event reporting and subsequent evalnations is to improve 
protection of the health and safety of patients, users and others by diss~min~t~~ information 
which ma,y reduce the hkehhood of, or prevent repetition of adverse events, or alleviate 
consequences of such repetition. 

This document has been created by the Global Harmonization Task Force Study Group 2: 
Medical Device Vigilance/Post Market Surveillance. Study Group 2is,made up of 
representatives of the regulatory authorities and industry repre~~tat~es of the USA, Europe, 
Canada, Japan and Austraha. 

For the purpose of this document, the term “m&ufacturer” must be understood as including 
the manufacturer, its authorized representative or any other person who is responsible for 
placing the device on the market. 

This document is a consolidatiunof final QHTF guidance on Adverse Event Reporting. It 
was produced by combining GHTF#SG2/lQ2 1 Adverse Event ~epo~ng Guidance fsr the Medical 
Device Manufacturer or its Authorized Representative with the r~q~~~rn~n~ Tom the following 
documents: 

* GHTF/SG2/N3 1 Proposal for .&porting of Use Errors with Medical Devices by their 
Manufacturer or Authorized Re~presentative, 

l GHTF/SG2/N32 Universal Manufacturer Report Form, 
l GHTF/SG2/N33 Timing of Adverse Event Reports, 
* GHTFLSG2RV36 Manufhcturers Trend Reporting of Adverse Fvents, 

For reference purposes the complete copies ofthese documents have been inohtded in the 
appendices. 

1.0 Scope 

The exist.ing regulatory requirements of the participating countries mvolved in SG2 require 
medical device manufacttirers to notify NCAs of certain adverse even% 

This document represents a global mode!, which provides ~idance.~n the type of adverse 
events associated with medical devices that should be reported by ma~fa~~rers to a 
National Competent Authority (NCA). It has been elaborated on the-basis ofthe regulatory 
requirements existing in the pa~j~~at~g:mernber countries. 

The information and guidance contained herein represents a mode& which niay not reflect 
current regulatory requirebents, ‘Even if the present repor$ng,criteri of the 
countries are very similar; they are not identicail. This document provides a future model 
towards which those exist’ing systems should converge. ‘Ibe principles iaid down in this 
document should be considered in the development or amendment of regulatory systems in 
the participating countries or other countries. 

In order to improve the monitoring of the performance of medical devices piaced on their 
market, ‘NCAs should encourage the reporting of adverse events bythe users. Such reports 
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may be addressed either directly to the WCA, or to the manufacturer, or to both depending on 
national practices. Where the user informs the NCA directly about an event, the NCA should 
adopt administrative measures to ensure that the pertinent manufacturer is informed without 
delay of such a notification. 

NCAs may require certain ,adverse events to be reported as soon as possible for pubiic health 
reasons. In such cases, thereport may not contain complete information and should be 
followed up with a camplete report. 

The act ofreporting an event to a’NCA is not to be construed as an admission of 
manufacturer, user, or patient lability for the event and its consequences. Submission of an 
adverse event report does not, in itself, represent a conclusion by the ma~uf~t~er that the 
content of this report is complete or confu-med, that the device(s) listed f&led in any manner. 
It is also not a conclusion that the device Gaused or contributed to the advi=rse event. It is 
recommended that reports carry a disclaimer to this effect. 

It is possible that the manufacturer will not have enough information to decide definitely on 
the reportability of an event. In such a case, the manufacturer should make reasonable efforts 
to obtain additional information to decide upon reportability. Where ~a~pro~r~~te, the 
manufacturer should consult with the me&al practitioner or the heaIthcare professional 
involved, and do his utmost to retrieve the concerned device. 

As a general principle, there shoukl be a predisposition to report rather than not to report in 
case of doubt on the reportabiIity,of an event. 

2.0 Definitions 

Immediate adverse event report: For purposes of adverse event reporting, immediately 
means as soon as possible, but not later than 10 elapsed calendar days following the date of 
awareness of the event. 

Serious public health threat: Any event type, which results in,im~~~t risk of death, 
serious injury, or serious illness t&t may require prompt remedial action. 

Unanticipated death or unanticipated serious injury: A death or serious injury is considered 
unanticipated if the condition leading to the event was not considered in a risk analysis 
performed during the design and:development phase of the device There must be 
documented evidence in the design file that such analysis was used to reducethe risk to an 
acceptable level. 

Use error: Act, or omission of an act, that hasa different result to that intended ,by the 
manufacturer or expected ,by the operator. Use error inclu,das slips, lapses, mistakes and 
reasonably foreseeable misuse. IMinition.taken Tom AAMI HE 74:20012 and IECICD2 
60601- 1 - 620023. See also Appendix D for examples of potential use errors. 

3.0 Dedsion Process 

Any event which meets the three basic reporting criteria 1isted.m sections 3.1 through 3.3 
below is considered as an adverse event and should be reported to the relevant NCA. 
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Reporting may be exempted if any one of the exclusion, rules listed in section 4, 5. I .2 and 5.2 
below are applicable. 

However those adverse events invelving particular issues of pubhc health concern as 
determined by the relevant NCA should be reported regardless of exemption criteria (see 
3.1 .d). 

Similarly those adverse events which are subject to an exemption ~corn~.r~~.o~ab~e to the 
NCA if a change in trend (usually an increase in frequency) or pattern is idealized. See 
Appendix, C for information. 

3.1 An Event has Occurred 

The manufacturer becomes aware of information regarding an event which has occurred with 
its device. 

This also includes situations where testing~performed on the device, examination of the 
informati’on supplied withthe device or any scientific information indicates sanre factor that 
couId lead or has lead to an event. 

Typical events are: 

a) A malfunction or deterioration in the charatiteristics or ~rfo~~~oe. 

A malfunction or deterioration should be understood as a failure of a:device to perform in 
accordance with its intended purpose when used in accordance with the man~fa~t~re~s 
instructions. 

The intended purpose means the use for which the device is intended according to the data 
supplied by the manzlfacturer on the labeling, in the instructions an&or in promotional 
materials. 

b) An inadequate design or manufacture. 

This would include cases where the design or manufacturing of a device is found deficient. 

c) An inaccuracy in the labeling,’ i~t~uct~ons for use and/or promotional materialis 
Inaccuracies include omissions and deficiencies. 

Omissions do not include the absence of ,information that should generally be known by the 
intended users. 

d) A significant public health concern. 

This can include an ever& that is of significant and unexpected nature such that it becomes 
alarming, as a potential public h&&h hazard, e.g. human ~rnu~od~~c~e~~y virus (HIV) or 
Creutzfeldt-Jacob Disease (CJD). These concerns may be identifkd by either the NCA or the 
manufacturer. 
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e) Use Error (for detaiIs see section 5) 

0 Any other information that becomes available. 

This can include results oftesting performed by the maslufactwer on its praducts, or by the 
user prior to being used on the paitient, or by other parties. This can also in&de information 
from the literature, other s&entifie~docum~ntation or increase in trend (see appendix C) 

3.2 The Manufacturer% Device is Associated with the Event 

In assessing the link between the device and the event, the manufacturer should take into 
account: 

- The opinion, based on available information, fi-om a healthcare professional; 
- Information concerning previous, similW events; 
- Other information held by the manufacturer. 

This judgment may .be difficult when there are multiple devices and drugs involved. In 
complex situations, it should be assumed that the device was associated with the event. 

3.3 The Event Led to One of the Folkwing Outcomes: 

3.3.1 Death of a Patient, Useriar Ot&er Person. 

3.3.2 Serious Injury of a Patient, User or Other Person. 

Serious injury (also known as serious,deterioration in stat@ of heal&) is either: 

-Life threatening illness or injury. 
-Permanent impairment of a body, &nction or permanent damage to B body structure. 
-A condition necessitating medical or surgical interve@on to prevent p~~~~~t impairment 
of a body tinction or permanent damage to a body structure. 

The interpretation of the term “serious” is not easy, and should be made in consultation with a 
medical practitioner when appropriate. 

The term “permanent” means irqversible impairment or damage ta a body structure or 
function, excluding minor impairment or daniage: 

Medical intervention is not in itself a serious injury. It is the reason that motivated the 
medical intervention that should .be used to assess the reportability of an event. 

3.3.3 No Death or Serious Injury Occurred but the P;vent fight Lead to Death or 
Serious Injury of a Patient, User or Other Psm~n if the Event &xurs. 

Some jurisdictions refer to these events as near incidents. 
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All events do not lead to a death or serious injury. The non-occurrence of such a result might 
have been due to circumstances or to the timely intervention of health care personnel, 

The event is considered “adverse” ifin the case of reoccurrence, it could lead to death or 
serious injury. 

This applies also if the examination of the device or a deficiency inthe mfortiation suppfied 
with the device, or any information associated with the device, indicates some .factor which 
could lead to an event involving death or serious injury. 

Include relevant information that :might impact the understanding or ev~l~a~i~~ of the adverse 
event AND that is not. included e&w-here in this report. For example- “the patient was 
confused prior to becoming trapped in the bedsides “; “the patient was a very low birth weight 
premature delivery and had a central line placed three days before onset of cardiac 
tamponade “; ‘4he X-ray machine:was over 20 years old and had been poorly maintained at 
the time of the adverse event”; etc 

Exam~ks of Rqportable Adverse Even& 

* Loss of sensing after a pacemaker has reached end of life” Elective rep~ce~e~t indicator 
did not show up in due time, althbugh it should have according ~.devic~,s~~i~~ation. 

* On an X-ray vascular system during patient examination, the C arm had uncontrolbd 
motion. The patient was hit by the image intensifier and his nose was broken, The system 
was installed, maintained, and used accor@.ng to manufacturer’s i~st~ctio~s~ 

* It was reported that a monitor z&pension system fell Corn the ceiling when the bolts 
holding the swivel joint broke off, Nobody was injured in the surgical theater at that time 
but a report is necessary (near incident). The system was instahed, maintained, and used 
according to manufacturer’s instructions. 

* Sterile single use device packaging is labelled with the caution ‘&io nor we ~ifpackage is 
opened QP damuged ‘. The label is placed by incorrect design on inner packa~~g. Outer 
package is removed but device is not used during procedure. Device is stored with inner 
packaging only which does not of&r a sufficrent sterile barrier. 

* A batch of out-of-specification blood glucose test strips is released by~ma~u~a~t~rer. 
Patient uses strips according to ~s~cti~~s,,but readings provide inoorrect values leading 
to incorrect insulin dosage, resulting in hypoglycemic shock and ~o~pitali~~io~. 

* Premature revision of an orthopedic implant due to loosening. No cause yet determined. 

* An mfusion pump stops, due to a malfunction, but fails to give an alarm. Patient receives 
under-infusion of needed fluids and requires extra days in hospital to correct. 
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* Manufacturer of a pacemaker released an the market identified a software bug. Initial 
risk assessment determined risk ofserious injury as’remote. Subsequent failure results in 
new risk assessment by manufactnrer and the determination that the likehhood of 
occurrence of a serious injury is not remote. 

* Patients undergoing endometrial ablation of the uterus suffered burns to adjacent organs. 
Burns of adjacent organs due to thin uterine walls were an una~t~ip~ted side effect of 
ablation. 

* Manufacturer does not change ablation device Iabel and fails to warn ofthis side effect 
which may be produced when the device is working within specification. 

* Healthcare professional reported that during implant of a heart valve, the sewing cuff is 
discovered to be defective, The valve was abandoned and a new valve was imph+nted and 
pumping time during surgery was’ extended. 

* During the use of an external defibrillator‘on a patient, ~he.de~brjllator failed to deliver 
the progmmmed level of energy due to mal@.mction. Patient died. 

* An intravenous set separates, the comatose patient’s blood baks onto the floor, the 
patient bleeds to death. 

* Unprotected ECG cable plugged into the main electricity supply- patient died. : 

* Fatigue testing performed on a commercialized heart value bioprosthesis demonstrates 
premature failure, which resulted; in risk to public health. 

* After delivery of an orthopedic:implant, errors were discovered in heat treatment records 
leading to non-conforming matefial properties, which re&ed in risk to pub&e health. 

* Testing of retained samples identified inadequate manufacturing process, which may lead 
to detachment of tip electrode of a pacemaker lead, which rest&&in risk to public health. 

* Manufacturer provides insufftcient details on cleaning methods for reusable surgical 
instruments used in brain surgery, despite obvious risk of transmissjon of CJD. 

4.0 Exemption Rules 

Whenever exemption rules 4.1-4,$ and 4.8(a) are met, the adverse event does not need to be 
reported to the NCA by the manufacturer. whenever exemption ruies 4.7,or 4.8 (b) are met, 
the marmfacturer will need to submit periogic or summary reports in lieu of individual 
adverse event reports. 

Note: See Section 5, which also includes an exemption on use error and a consideration for 
handling abnormal use. 
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Those adverse events which are subject to an exemption become reportable to the NCA if a 
change in trend (usually an increase in frequency) or pattern is identified. See Appendix C 
for information. 

4.1 Deficiency of a Device Found by the l.ker prior to patieat we. 

Deficiencies of devices that would always be detected by the user and where no serious 
injury has occurred do not’need to be reported. 

Based on the information stated, these are examples of non-reportable adverse events: 

* User petiorms an inflation test prior to inserting the balloon catheter in the patient as 
required in the instructions for use accompanying the device. A malfunction on inflation is 
detected. Another balloon’is used. Patient is not injured. 

*Sterile single use device packaging is labeled with the caution ‘do not use ifpackage is 
opened o,r damaged’. Open package seals are detected prior to use, device is not used. 

*Intravenous administration set tip protector has fallen off the set &ring distribution resulting 
in a non-sterile fluid pathway. S&e the fault was detected the intravenous adm~~mistration set 
was not used. 

4.2 Adverse Event Caked by Patient Conditions. 

When the manufacturer has information that the root cause of the adverse event. is due to a 
patient’s condition, the event does not need to he reported. These conditions could be 
preexisting or occurring during device use. 

To justify no report, the manufacturer should have information availabie to conclude that the 
device performed as intended and did notcause or contribute to death or serious injury, A 
person qualified to make a mediaal judgment wonld accept the sa~e.~oncl~s~on. 

Examples of non-reportable adverse events: 

* Revision of an orthopedic implant due to loosening caused by the patient developing 
osteoporosis. 

* A patient died after dialysis treattnent, The patient.had end-stage-renal dis?aae and died of 
renal failure. 

* The death of a patient that is unrelated to any implanted device or device used to treat the 
patient. 

I 
I 
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4.3 Service Life or Shetf Life ofthe ~e~ic~i Device. 

When the only cause for the adverse event was that the device exceeded its sq-vice life or 
shelf life as specified by the manufacturer and the failure mode is,not unusual, the adverse 
event does not need to be reported. 

The service life or shelf life mustbe specified by the device m~~~acturer in the product 
labeling or instructions for use. Service life or shelf life is defined as: the time or usage that a 
device is intended to remain functional after it is manufactured, placed into use, and 
maintained as specified. 

NOTE: Reporting of adverse events related to the reuse of devices’labeled for single use (or 
labeled “for single use only”) is handled under Section 5: Use Error. 

Examples of non-reportable adverse events: 

*Loss of sensing after a pacemaker has reached its expected end oflife-as indicated ‘m the 
instructions for use. Elective repf$cement indicator has shown up in due time according to 
device specification. Surgical expkmtation of pacemaker required. 

* Surgical glove was used after expiry date, User was exposed to infected blood due to glove 
failure, 

4.4 Malfunction’ Protection Opera 

Adverse events which did. not lead to serious in$uy or death, because a design feature 
protected against a malfunction becoming a hazard do not need to be reported The protection 

1 
against malfunction used needs to comply with relevant standards-or documented design 
inputs for that type of device and takg due account of technology and practic,e in existence. 
The risk has to be reduced to au Acceptable level. 

Examples of non-reportable adverse events: 

*After a malfunction of an infusion pump it gives an appropriate alarm and stops (e.g. in 
compliance with reIevantstantla&). There was no injury to the pat&t. 

*Microprocessor-controlled radiant warmer malfunctions, reverts to an appropriate default 
condition and provides an audible appropriate aLarm (e-g., in compliance with relevant 
standards). There was no .injury to the patient. 

’ “malfimctjon” is synonymous with “fault”. 
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* During radiation treatment, the automatiq exposure control is engaged. Treatment stops. In 
accordance with the relevant standards the, actual dose is displayed, Although patient receives 
less than optimal dose, patient is not exposed to excess radiation. 

4.5 Negligible Likelihood of OicGurren+ of Death or Serious Injury, 

Adverse events which could lead,ibut have not yet lied, to death,or serious injury, but have a 
negIigible likelihood of causing death or serious injury, and which have been established and 
documented as acceptable after r%k assessment do not need to be reported. 

If an adverse event resulting in death or serious injury occurs, i# is reportable as an adverse 
event and a reassessment of the risk is necessary. If reassessment determines risk remains 
remote, previous reports of near incidents of the same type do not need to be reported 
retrospectively. Decisions not to report subsequent failures of the same type must be 
documented. 

Note: Change in trend of these non-serious outcomes must be reported as specified in 
Appendix C. 

Examples of non-reportable adverse events: 

* Manufacturer of pacemaker released onthe market identified a software bug and 
determined that the likelihood of~occurrence of a serious injury with a particular setting is 

1 negligible. No patients experienced adverse health effects. 

* Particulates were found in a contact lens package, The likelihood of occurrence of serious 
injury is determined to be negligible. No patients experienced adverse heakh effects. 

4.6 Expected and Foreseeable Side Effects. 

Side effect: A secondary and usuafly adverse effect which is clearly identified in the 

I 
manufacturer’s labeling or is clinic:alIy well known2 as ,being foreseeable and having a certain 
quaIitative:or quantitative predictability when the device was used and performed as 
intended. 

Side effects do not need to be reported. It should also be noted that side effects are not 
associated with device mdfrrnction, but rather they are associated with an adverse reaction by 
the patient to a device that is working properly. 

Documerttation, including risk assessment, for the particukrr side effect shouM be available in 
the device master record prior TV the occurrence of adverse events: manufacturer can not 

1. Some of these events are well known in the medicat, scientific, or technology field: others may have 
been clearly identified during clinical investigation or clinicai practice-and labeled by the manufacturer. 

2. The conditions that lead to the side effect can be described but they are difficult to predict numericalty 
- for example some patients will experience severe anxiety before they receive an injection 
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conclude in the face of events that they are foreseeable unless there is prior supporting 
information. 

Examples of non-reportable adverse events 

*A patient who is known to have claustrophobia experiences severe anxiety in the confined 
space of a MRI machine which subsequently led to the patient being injured, 

* A patient receives a second-degree burn during the use in an emergency of an external 
defibrillator. Risk assessment documents that such a bum has been accepted in view of 
potential patient benefit and is warned in the instructions for use. The frequency of burns is 
occurring within range specified ,in the device master record. 

* A patient has an undesirable tissue reaction (e.g. ‘nickel allergy) previousfy‘known and 
documented in the device produqt information. 

* Patient who has a mechanical heart valve developed endocarditis ten years after 
implantation and then died. 

* Placement of central line catheter resultsin anxiety reaction and shortness of breath. Both 
reactions are known and labeled side effects. 

4.7 Adverse Events Describeb~i~ an Advisory Notice. 

Adverse events that occur a&r the manufa&urer has issued an advisory notice need not be 
reported individually if they are specified.in the notice and ifthey,have the same root cause 
for the products identified in that notice. Advisory notices include~removals from the market, 
corrective actions, and product resalls. The manuf%z&urer should provide a summary report, 
the content and frequency of which should be agreed with the relevant WA. 

Example of non-reportable adverse events 

* Manufacturer issued an advisory-notice and recall, of a coronary stem that migrated due to 
inadequate inflation of an a~a~~ed‘balk>~~,mechanism. S~~e~~ent examples of stent 
migration were summarized in quarterly reports concerning the recall action and individua1 
adverse events did not have to be reported, 

4.8 Reporting Exemptions Granted by,a NGA. 

Upon request by the manufacturer, and agreement by an NCA common and well-documented 
events may be: 
(a) Exempted Tom reporting or 
(b) changed to periodic or summary reporting.. 
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5.0 Use Error 

5.1 Reporting of Use Ertor 

As with all reported device complaints, ail potential use error even&sand potential abnormal 
use events should be evaluated by the manufacturer (see Appendix D for examples). The 
evahtation is governed by risk management, usability engineering, design validation, and 
corrective and ,preventive action;processes: Results should be available, upon request, to 
regulatory authorities and conformity assessment bodies. 

5.1.1 Use Error Resulting iu D&&h or Serious Injury/ Serious Public, altb Conceru 

Use error related to medical devices, whieh @result in death or serious injury or serious 
public health concern, should be, reported by the manufacturer to the. national competent 
authority. 

5.1.2 Use Error not Resulting in Death-or Serious Injury /-Serious Prrblic Health 
Concern 

Use error related to medical devices, which did not resultin death-or seriaus injury or serious 
public health concern, need not be reported by the manufacturer tothe‘nationaI competent 
authority. Such events should be’ handled within the manufacturer’s quality and risk 
management system, as described in Appendix D Section 6.0. A decision to not report must 
be justified and documented 

5.1.3 IJse Errors Becoming Reportable 

Use errors become reportable by the manufacturer to the national competent authority when a 
manufacturer: 

- notes a change in trend (usually an increase in frequency); ar a change in pattern of an 
issue that can potentially: lead to death or serious injury or public health concern.); or 

- initiates corrective action to prevent death or serious injury or serious public health 
concern. 

5.2 Consideration for handlipg abnormal use 

Abnormal use need not be reported by the manufacturer to the national competent authority 
under adverse event reporting procedures. .Abnormal use should be handied by the health care 
facility and appropriate regulatory authorities under specific appropriate schemes not covered 
by this document (see Appendix D:Anne% B). 

If manufacturers become aware of instances of abnormal use, they may bring this to the 
attention of other appropriate organizations and healthcare facility personnel, 

6.0 To Whom to Report 

1 Adverse Events must be reported to a National Competent Authority (NCA) according to 
applicable requirements in each jurisdiction 
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7.0 Timing for Reporting 

Upon becoming aware that an event has occurred and is associated with one of its devices, 
the medical device manufacturei must determine whether it is an adrerse event. If 
reportable, the manufacturer mu& submit‘&report of,the adverse event as soon as possible, 
but not later than 30-elapsed calendar days following the-date ofawareness crftbe event. 

Adverse events that result in un$nticfpated death or unanticipated serious injlzry or 
represent a serious public health&-eat must be reported immediately by the;manufacturer. 

All other reportable events must,be reported as soon as possible by the m~~~~fa~urer, but 
not later than 30-elapsed calendar days Mlowing the date of awareness of the event. 

If after becoming aware of a potkntially reportable adverse event,‘therk is stil1 uncertainty 
about whether the event is reportable, the manufacturer must submit 3 report within the 
timeframe required for that type of event. 

All report times refer to when the NCA must first be notified. This notification may be in the 
form of an initial report, final re$ort or trend report as defmed .in Appendix A Section B. The 
choice of report type depends ori whether all the applicable data specified inAppendix A is 
available within the appropriate report t-ime. If additional informatidn is required, the 
manufacturer should provide a follow-up or fmal report as soon as the infkmation is 
available or as requested by the &CA. 

8.0 Universal Dataset for qdvers’e Eve~t.Repo~~g 

Reports ion Adverse events should include all available information in the Universal Dataset 
for Adverse Event Reporting pkvided in Appendix A. 
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Appendix A: Universal Data Set: for ~~~fa~t~rer Adverse Event Reports 

1 .O Introduction 

This guidance represents a follow-up to the identification of the elements necessary for a 
minimum data set defined in SC2 N7, This new eff&t, identifiid as SG2 N32 expands the 
minimum elements, and represents all elements that should,be incltided in any report Tom the 
manufacturer or authorized representative to the National Competent Authority (NCA). 

2.0 Scope 

This document identifies the variops distinct and essential elemen+ to be included in a 
reported adverse event. This document dbes not represent a format,‘which might be otherwise 
defined by the national aythority to whom the rep?rt is sent. 

3.0 Ref.&-ewes 

This guidance is intended for, the device manufacturer, or authored representative, in 
accordance with the requ$ements of SG2 N7 and SG2 N2 1. 

4.0 General considerations 

1. Dates should be formatted as follows: 2 digit day, 3 letter month, 4 digit year, e.g., 01 
JAN 2001 

2. Age, and other timegames, .&auld- sp&fL if counted in days, months or years. 
3. A reasonable effort should + made to address all elements defmed below, however 

failure or inability to do so is not justification for failing to submit a report within the 
established timeframqs. 

4. Electronic addresses are desired whenever available. 
5. Each field must be complete3 with th? requested informationor WA’” if not applicable to 

the event or “unknown” when the data is not available. 
6. Please use the comments se&on & the end to provide any ~dditionaI details that are 

relevant and not requested elsewhere. 
7. In order to avoid the connot$m oEblame, information identifying the Health Care 

Facility or the User may be considered optional in certain NCA systems: 
8. Manufacturers and NCAs need to be aware that patient privacy ~equ~~rne~ts must be 

honored where applicable. : 
9. NCAs may designate some elements to be eliminated or made optional. 

5.0 Data Set Elements and Guidance 

I. Administrative Inform$ion 

A. Report Control Number 
1. MfYs Internal # 
2. # assigned by NCA to whom sent 
3. User Facility Report kt 
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4. User Facility + 

B. Report Type (select one) 
1. Initial defied as the lirst information subm~tted.by the manufacturer 

about a reportable event, but the information is incomplete and 
supplementary information will need to be submitted. This 
includes immediate notification 

2. Follow-up defined as a report that provides‘s~pple~~nt~l information 
about a reportable event th& was not previously available) 

3. Final defined as the last report that the manufacturer expects to 
submit about the reportable event. A final report may also be 
the fist report 

4. Trend defined as information supplied as a result of trending in 
accordance with SG2 N36 

C. Date of this report 

D. Date the adverse event occurred 

E. Classification of event: (ref N21, N33) 
I. Unanticipated Death, unanticipated Serious Injury, or Serious Public 

Health Threat 
2. All other reportable events 

F. Mfr. awareness date defined as the date that-a manufacturer first 
learned about a reportable event 

G, Expected date of next report i.e., if this is.not a “fimal” report, this represents 
the date when further information will be 
submitted to the NCA 

H. Person, or authorized rep, submitting this report 
1. Name of the contact person submitting the report 
2. Company Name 
3. Address 
4. Phone 
5. Fax 
6. Electronic mail address 

I. Identify to what other NCAs this report was also sent. 

II. Clinical Event Information 

A. Event description narrative clarification: relevant information that might 
impact the understanding or evaluation of 
the adverse event AND that is not included 
elsewhere in this report. For example- “the 
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patient was confused prior TV becoming 
trapped in the bedsides”; “the patient was a 
very low birth weight. premature delivery 
and had a central.Iine pked three days 
before onset of cardiac tamponade”; “the X- 
ray machine wast over 29 years old and had 
been poorly maintained at the time of the 
adverse event”‘, etc.) 

B. Number of patients1 involved 
C. Number of devices involved 

III. Healthcare Facility I~forrnatj~~ 

A. Name 
B. Address 
C. Phone 
D. Fax 
E. Electronic mail address 
F. Contact Name at the Site of the Event 

Iv. Device Infarmation (Fbpleat thb section for each device i~volv~d~ 

A. Device Information 
1. Mfr. Name 
2. Contact Name 
3.. Address 
3. Phone. 
5. Fax 
6. Electronic mail address 

B. Operator of devioe at the time of the event (select from, list below) 
1, Healthcare professional 
2. Patient 
3. Other Caregiyer 
4. None de$ined as: problem noted prior ta use 

C. Usage of Device (select from list below) 
1. Initial Use 
2. Reuse ‘of Single Use Device 
3. Reuse of Reusable Device 
4. Re-serviced/Refurbished 
5. Other, (Please Specify) 

D. Generic Device Information 
1. Nomenclature System 
2. Nomenclature Code 
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3. Nomenclature Code Defined in Text 
4. Brand Name 
5. Model/# 
6. Catalogue # 
7. Device identifiers e.g., serial #, batch #, software version #, etc. 

E. Device Disposition/Current Location e.g., device has been destroyed, 
remains implanted in patient, was 
returnedto the manufacturer, 
remai~~‘~~der investigation, etc. 

F. Device approval information 
1. Regulatory/National Competent Authority who approved device 
2. Notified Body(NB) who approved device 
3. Other 3rd party name who approved device 
4. NB ID: number 
6. Document approval number 

V. Results of Manufacturer’s Iavestigation 
A. Manufacturers Device Analysis-Results Specify, for this event, details of 

investigation methods, results, 
and conclusions 

B. Remedial Action/Corrective Actionkeventive Action 
Specify ifaetion was taken by 
manufacturer for the reported 
specific event or for all similar 
type products. In&de what 
a&ion was taken hy the 
manufacturer to prevent 
recurrence. Clarify the 
timeframes Ear completion of 
various action plans.) 

VI. Patient4 information (Repeat this section for e&b patie-nt involve) 

Provide individual patient information for each element as appropriate 

A. Age of patient at time of event - specify units of measure, he., days, months, 
or years 

B. Gender 

C. Weight in KilograB (metric u&s will be assumed) 

D. List of Devices involved with each patient, see Section IV 

4 Includes any affected individual eg u&r, patient, or third party. 
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E. Patient-focused Resol,ution of Events and Qutcomes 
1. Corrective action taken relevant to the care of the. patient 

2. Patient otiteome 

VII. Other Reporting XnforFation (to,be included in ~~~~.repo~~ only) 

Is the mff aware of similar events with this device with the same root cause? 
Y/N 

If yes, provide the number of the events - The ” number” should be specified in 
terms of event per unit sold, or the number of event- per unit sold / in use 
in a region, etc. 

Providing this info!mation is considered to be a burden to industry and NCA’s 
should coniider carefblly in making this a na$ian&I requirement (see 
item 9 under ,General Considerations). 

VIII. Comments 

IX. Manufacturer Disctaimer 
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Appendix B: Tim&g of Adverse Event %~H%s 

1.0 IIntroduction 

It is acknowledged in the issuance ofthis guidance that various ~t~~al~j~risdictions have 
current adverse event report tim~g requirements that differ from the recommendations 
contained herein. Consequently, establishment of harmonized reporting times has been 
controversial within Study Group 2 and the wording in this document represents the most 
reasonable compromise that has. been produced to date, Due to differences in laws and 
regulations in different regions it may not be possible to harmonize al1 these current 
differences without changes that are beyond the authority of the National Competent 
Authorities to implement admin:istrativeIy. However, it is the view of GHTF Study Group 2 
that issuing this guidance will nevertheless serve as a usefbl model in the development of 
adverse event reporting requirements in national jurisdictions that currently’~do not have a 
reporting system. This guidance is also considered a model for future change of existing- 
reporting systems as they continue to evolve. 

An examination of adverse event report timing requirements in Europe, WSA, Canada, 
Australia, and Japan reveals a diversity of requirements ranging from 2 days to 30 days 
depending on the nature of the reportable event. 

Study Group 2 has examined data provided by member m~uf~ct.~~rs to determine the 
amount of time involved to con&ct an investigation of adverse events br different types of 
devices. There was a wide spread in the distribution of investigation times. The median 
investigation time required for diagnostic imaging devices was a~prox~at~ly two weeks (15 
days) and even longer for several other types of devices. More than 50 o/o of device events 
required more than two tieeks to complete an investigation of the event. Thus, it is 
concluded that reporting of adverse events within the first two weeks ishkely to be based on 
an incomplete investigation and-may reqzlire a subsequent follow-up report as well. 

This conclusion is consistent with the experience at FDA where reporting requirements have 
been in effect the longest. FDA has received a large number of follow-up reports and 
subsequently changed the reporting timing from 5 days (death & serious injury) and 15 days 
(malfunction) to 30 days,for most reports. While.it is desirable that adverse event reports be 
timely, it is also desirable that the information be accurate. 

2.0 Scope 

The Global Harmonization Task Force (GHTF) Study Group.2 (SGZ) has developed a 
regulatory guidance documentfor manufacturers regarding adverse eve@ reporting. This 
guidance is referenced as SG2 $J2IR&. It inclades guidance for the regulatory authorities 
about reporting of adverse events that resillt in death or serio~~s,injury or certain types of near 
incidents. It does not stipulate timeframes for submitting adverse,event reports. It is 
therefore proposed that a state&m of reporting timing is included in SG2 N2 IRS and it 
include the wording recommended in this guidance. 
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3.0 References 

Adverse Event Reporting Guidance for the Medical Device Manufacturer or its Authorized 
Representative, GHTF SG2 N21 R8 

4.0 Definitions 

Immediately: 
For purposes of adverse event reporting, immediately means as soon as possible, but 

not later than 10 elapsed calendar days following the date of awareness of the event. 

Serious public heath threat: 
Any event type, yhich results in imminent risk of death, serious injury, or serious 

illness that may require prompt remedial aetion. 

A death or seriouS injury is considered unanticipated if the condition leading to the 
event was not considered in a risk analysis performed during the design,:and development 
phase ofthe device. There must be documented evidence in the design file that such analysis 
was used to reduce the risk to, an acceptable level. 

5.0 Report Times 

Upon becoming aware that an event has occurred and is associated with.one of its devices, 
the medical device manufacturer must determine whether it is an adverse event. 

Adverse events that result in un~~tici~at~ddeatb or unanticipeted serious injury or represent a 
serious public health threat must be reported immediately by the nxirmticturer. 

All other reportable events .must be reported as soon as possible .by the manufacturer, but 
not later than 3&elapsed calendar days following the date of awareness ofthe event. 

If after becoming aware of a potentially reportable adverse event there is still uncertainty 
about whether the event is reportable, the manufacturer must submit a report within the 
timefi+ame required for that type! of event. 

All report times refer to when the NCA must fast be notified. This notification may be in the 
form of an initial report, final reRort or trend report as defined, in GHTF N32, “Manufacturer 
Universal Data Set”. The choice ofreporttype depends on whether all t&e applicable data 
specified in N32 is available wit&in the appropriate report time. If additional information is 
required, the manufacturer should,provide a follow-up or final report as soon as the 
information is available or as requested by the NCA. 
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Appendix C: Trend 

1.0 Introduction 

The GHTF document “Adverse %;vent Reporting Guidance for the Medical Device 
Manufacturer or its Authbrized Representative” (GHTF 332 N21 R8) specifies principles for 
reporting of adverse events by manufacturers. It also includes provisions about common and 
well-documented events that may be exempt by National Cbmpetent Authorities (NCAs) 
corn reporting or changed to periodic reporting upon request.by the manufacturer and 
agreement from the NCA. 

The present document describes! the criteria for,identifying a.significant increase in the rate of 
adverse events and hence for submission df a trend report to the NCA, irrespective of whether 
such events are individually reportable, periodically reportable or currently exempt, from 
reporting as agreed to by the NCA. 

It is also important to recognize that there are cimumstan~es when a.manufacturer should take 
action immediately withqut waiting for atrend to occurJt may‘be”based on the severity of 
the event, or by perceived risks associated with the adverse event{s) regardl&ss of the number 
of events. 

This document is not intended to defme statistical techniquesfor trending or to’plaee 
additional requirements beyond the trending ofcomplaints, which forms an integral part of a 
manufacturer’s quafity system. Instead, it .explains the reasons for the importance of adverse 
event trending and reporting and also provides some guidance on, key aspects. 

2.0 Definitions . 

For the purpose of this document, “manufacturer” is limited to the o~~~t~o~ that 
establishes and maintains the QMS assoc5ated with the product, it does not include 
distributors of medical devices. 

3.0 Trend Reporting for Adverse Events 

A trend report should be made $here there has been a significant increase in the rate of: 

3.X Already reportable events 

A significant increase in the rate of reportable events presents a ~~ufa~t~rer with a new 
piece of information about his device or its perfiormance-in a clinical setting. Unless there is 
a corresponding trend in the product. market as a whole, it is less likely that the NCA will be 
able to detect this change.as only the manufacturer with complete access to his market data 
can create a reasonable facsimile of rates and can estimate trends. 

3.2 Adverse events that are eurrentiy exempt from reporting 

An exemption fLom reporting certain reportable events is usually provided on the basis that 
the NCA believes the event is wellcharacterized and they and the industry have dorre as 
much as is justified at that time to prevent further adverse events. However, a significant 
increase (see explanation below) in the rate ofthese exempt events may indicate an 
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underlying change4n the performance ofthe manufacturer’s product or 6 its use by 
clinicians, patients or other custpmers. Either situation would be of considerable value for 
the NCA and is an appropriate r+son for submission ofa report to the NCA as soon as the 
manufacturer becomes aware of the change in rate. 

3.3 Adverse events scheduled far pet%@? reporting 

The rationale for reporting a change in the rate of events for periodic reporting,~follows from 
the arguments above. Ftistly, p&.tGdic reports of numemtor (adverse event) data without 
denominators (devices on the~market or in use) do not provide thfie NCA with the ability to 
estimate trends appropriately. Secondly, although periodfcally rep&ted eve&s r,nay enable 
the NCA to examine general ma%ket trends, the individual manufacturer is responsible for 
indicating potentially important idhang& in product safety. 

4 Adverse Event Trendin 

The decision to file a trend report should be based on the occurrence of a significant increase 
in the nutiber of adverse events: 

4.1 Trending procedure and signiikant imrease 

Based on the d-iversity of the mejdical devices in the market it is not mea&@4 to define a 
single trending procedure valid for a11 devices. Depending on the Q$e of device (e.g. IVD, 
implant, diagnostic and therapedtic device, surgical and denta~~~st~rne~t~ hearing aid, 
compression, etc.), the devices <isk classification,” the number of products delivered, single or 
multiple use of devices, devices with traceability sequirementr;,~unavailiritr~e information on 
device disposals and other para&$ers a manufacturer must adopt a trending procedure which 
is applicable and adequate for his operations and devices, Basic: methods for performing 
trending can be found in the literature (e.g, for statistical quality control) and.will not be 
repeated in this document. 

While for many manufacturers the use of simple graphs and charts will be s~f%ient, the 
implementati6n of more sophisticated m&hods will be advisable for others. “It is important 
that valid statistical methods areiused for @end evaluatiop. NCAs may request the 
manufacturer to demonstrate th& the appilied method is appropr2.e f6r the p@cular case. 

It is less easy, however, to find i& the medical device area a definition in the literature of what 
constitutes a significant increase: in the r&e of adverse events. The discussion below 
explains “‘significant increase” ti &atistical trending. Concurrent& this’do~~ment provides 
guidance to manufacturers on hcjw a creditable baseline for trending can be established and 
provides information to NCAs that might facilitate decisions regarding reporting exemptions 
for devices with well-established baselines. 

4.2 Complaint trending :and adverse eveat trending 

Complaint trending as an established quality &stem requirelent provides the basis on which 
manufacturers are asked to accumulate and, anaiyse their data; Sitice complaints come corn 
the data source Tom which reportable adverse incidents are identified, trending of adverse 
events uses essentially the same ~mthods as trending of complaints. For both trending 
processes the databhse, in the form of the complaint file, Is the sam6. 
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The difference: 
l Trending of complaints may lead ta the discovery of a complaint trend (and the 

appropriate corrective and preventive action) but not necessarily to a report to the NCA. 
l Trending of adverse events may lead to a report to the NC%. 

To sumrnarise: the method for the trend evaluation of both complaints and’adverse events can 
be the same w,hile the decision making process and following activities are different. 

5 Statistical Trending Example ~~~,S~gnj~~~nt Increase 

5.1 Basic trending parameters 

The raw data to be gathered for trendingare the number of events (n) in a given time interval 
(t) and the related used product volume (by chnicians, patients).in the market (d) during that 
time interval. One data-point (i) = n@ is ‘calculated for each time interval, and br the 
purposes ofthis document is defined as the observed incidence expressed as a percentage. 
Patient exposure over time will need to be,measured or estimated-for the denominator (d), in 
place of the used product volume, -for devices such as medical implants thatare continually in 
use. However, where data about exposure to use are not known- to a manufacturer, the 
number of products in the field may have to be used as the denominator (d). 

If relevant, (e.g., for implants) t~~~d~g.rn~g~ also be initiated for~chnicai‘findings or other 
variables such as age, weight and gender of paGents, age of the device) and others. 

The Baseline (I$ and Threshold: (IT) against which the observed incidence is compared for 
establishing the trend are, also exPressed as percentages of the related used produtit volume in 
the market or exposure to use. @the used .voIume for a related rn~~~~~~e~‘s product is too 
low for a meaningful statistical measure, each single adverse ever@ should be reported to the 
NCA. The quality of the statistics increases with both the-number of events ‘and the installed 
volume in the market. Care should be taken when identifying the:data to be used for 
trending. Only market areas where adverse event reporting is estab-l&shed should be included 
in the trending. Otherwise the %quency of known events may not mat&the used volume, 
leading to wrong results. 

5.2 BasePne IB 

For establishing a realistic (e.g. to avoid under-reporting) baseline to start with, multiple tools 
and methods can be used such as risk analysis, analysis techniques %r de~~d~b~lity and 
reliability testing (see also respective EC standards and applicationguides) etc. Another 
important source of information$ historical data from the m~~~fae~rer’s or his competitor’s 
equivalent devices. Further information can also be found in medical and scientific 
publications. 

If there is insufficient information for the determination of a creditable and statistically 
proven baseline, individual adverse events should be reported. 
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5.3 Threshold (IT) and Time Interval (t) 

The typical number of events in: a given time interval, e.g. one ,month, vat5es depending upon 
the product type and may range,“fsom 1 or 2 events up to a few hundred. 

The time interval should be long enoughto gather sufficient.data for the analysis depending 
upon the volume of products sold and adverse events reportedi For higher volume products a 
typical t:ime interval is 1 month. It is important that the time interval is short enough to 
facilitate timely corrective action, especialIy in case of highrisk products. 

The upper value of the normal range of variation-that specifies the trending, Threshold IT, will 
be different depending on the prod& category. 

5.4 A significant increase in observed incidewe 

A sustained increase of the observed incidence‘(i) above the basetine over a certain number 
of time intervals will constitute B significam increase, and sbo~ld~t~ge~ a trend report to the 
NCA (see figure 1). Whether ornot the increase is considered to be&stained is tested and 
determined by the chosen statistical methodology, The trend reportshould be filed as soon as 
the significant increase is identified. 

Depending on the product volume .in the market, a “significant increase’: might be identified 
as a result of any of the following: 

(4 a rapid and continuous in&ease in (i) over a fimited number oftime intervals for high 
volume products (eg over ! - 3 months) 

(b) a slow and continuous increase in (i) over a larger number of time intervals for low 
volume products (eg over 3 - 6 months), 

Although an upward shiflc in the baseline, will follow identification of a significant increase, 
as a basic quality system requirement, corrective and prevent$ve actions needs to be initiated 
to evaluate and eliminaterthe root cause of the problem in order to reverse the upward trend 
of the baseline and return it to the previous level or lower. 
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Figure 1: Upward Shift of baseline am3 trend report Wng 

Incidence of events (i) 

t 
~~~~~~h~l~ - - 

f 

sehe 

time : 

* normal Range of Variance 

Note: Only one datapoint per time interval 

5.5 Baseline Improvements 

If there is a sustained decrease in incidence over successive time intervals this will lead to a 
reduction in the baseline and threshold which should then be used for future trending. (see 
Figure 2). 

Such downward shifts in the baseline, which can relate to product/process improvements, or 
refinement of clinical indications/usage e are positive developments leading to reduced 
numbers of adverse events and, to ‘cost savings on the manufacturer’s side and to the overall 
healthcare system. 

Figure 2: Baseline improvements 
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. 

5.6 Exceptional cases 

If there are sudden large ‘increases in the, incidence (i) or number af events (n), whether or not 
they are sustained, it is r&commended TV file a report with the NCA even if the trend 
evaluation does not trigger a rerJiort or the time interval for thk actu& trend& period has not 
finished. A report should be filed as.sooG ‘8s the exceptionally high v&e isidentified and an 
associated corrective action initiated even before the bend is,‘confirmed. 
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Appendix D: Use enwr 

1.0 Introduction 

The Global Harmonization Task Foroe (GHTF) Study Group 2 (SG2) develaped a 
regulatory guidance document for manufacturers regarding adverse event reporting. This 
guidance is referenced as SC2 NZ 1 R&‘. N2 1 includes guidance about reporting of adverse 
events that result in death of serious injury or certain types of near incidents, N21 also 
includes the consideration that certain types of failures may, ‘be ex&npt fi-om reporting 
under regulatory vigilance procedures, but does not include a specific proposal on 
reporting of use errors. Thisldocument~ (N31) gives a proposal ,for reporting of use errors 
with medical devices by the~~~nufacturer or authorized representative. 

There is increased international focus on errors in the. use of medical devices, and this 
document (N3 1) divides the broad category into two defmed and distinct groups: use error 
and abnormal use. Both groups must be evaluated within the marmfacturer’s quality 
system and ‘the results‘documented b&only the use error group can be controlfed by the 
manufacturer’s quality syste,m. corrective and preventive action requirements, design 
validation, usability engineerrng, and risk management processes. By its nature the use 
error group usually involves a degree of uncertainty as to the root cause,, but the risks can 
be managed by the manufa#@- in con$mction with the national regulator and conformity 
assessment body. The risks jstvolved- with -abnormal use must be managed between the 
healthcare facilities, national regulator or other responsible organization. 

2.0 Scope 

This document represents a glcibal model, which provides guidance on the type of adverse 
events involving use errors, that should be reported by manufacturers or their authorized 
representatives to regulatory authorities. i 

The reporting of adverse events by the operator or user of medical devices is outside the 
scope of this document (N3 l)$ although some consideration for a user reporting scheme is 
given in Annex B. 

3.0 Definitions 

3.1 Use error: 
Act, or omission of an act, that has a different result to that intended by the manufacturer 
or expected by the operator, 
Note Use error includes slips, lapses, mi@kes ~d~reaso~~~~ foreseeable misuse. 
Definition taken from AAM.l BE 74:2001* and TECKD2 6O6O1-1-6:2OO23, See also Annex 
A for examples of potential use errors. 

3.2 Abnormal use: 
Act or omission of an act by the operator or user of a medical, device as a result of conduct 
that is beyond any reasonable means of risk control by the manufacturer. 
Note Foreseeable misuse that is warned against in the 1 instr~~t~o~s for use is 
conside:red abnormal use if all other reasonable means of risk control have been exhausted. 
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Definition taken from IECCCD2 606Ql-1-6:20023. See also Annex A for examples of 
potential abnormal use. 

3.3 Operator: 
Person handling equipment. 
Definition taken from IEC 6MOl-1, 2”c’ Ed.4 

3.4 User: 
Authority responsible for the ese and maintenance of equipment. 
Definition taken from’ IEC 60601-1, 2”d Ed.4 GHTF-SC2 acknowledges that the term 
“user” might designate different persons under various regulatory systems. 

4.0 Proposal for reporting of use errors 

As with all reported device com~~ai~ts,.all potential use error events, (examples are given in 
Annex A), and potential abnormiatuse events dealt with in Pharaoh 5.0, should be evaluated 
by the manufacturer. The,evalua$ion is governed by risk management, usability engineering, 
design validation, and corrective and preventive action processes. Results should be 
available, upon request, to regul&ory authorities and conformity assessment bodies. 

4.1. Use error resulting in dea@ or serious injury/ ~~~~~.~ub~~ health concern 
Use error related to medical devices, which &cJ result in death or serious injury or serious 
public health concern, should be-reported by the manufacturer to the national campetent 
authority. 

4.2. Use error not resulting in @tlth or qwious injury / ~~~~~s.~~~lj~ health concern 
Use error related to medical devices, whichdid not result in death or serious l&jury or serious 
public health concern, need not be reported by the manufacturer to the ~~~~o~al competent 
authority. Such events should beihandled @bin the manufacturer’s quality stnd risk 
management system, as described in 6.0 below. 
and documented (see SG2 N21’): 

A decision to not report must be justified 

4.3. Use errors becoming repar@ble 
Use errors become reportable by $he manufacturer to the natidnal competent authority when a 
manufacturer: 

- notes a change in trend (usually an increase in frequency), or a change in pattern (see 
SG2 N365) of an issue that can potentially lead to <e&h or serious injury or public 
health concern.); or 

- initiates corrective action $0 prevent death or serious injury or serious Public health 
concern. 

5.0 Consideration for h~~~~~~g~ ajbmrmal use 

Abnormal use need not be’reported by the manufacturer to,the national campetent authority 
under adverse event reporting procedures. Abnormal use should. be handled by the health care 
facility and appropriate re&latox=y authorities under specific appropriate schemes not covered 
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by this document (see Annex I3). 

If manufacturers become aware’of instances of abnormaI use, they may brirsg this to the 
attention of other appropriate organizations and healthcare fas;ility persorine1. 

6.0 How to reduce errors ~~soc~~t~d with medical .devices 

Errors associated with the use of medical devices have been reported in studie$77, in the 
range of 6Q-70%, as the cause of accidents with medical devices. Such errors have 
historically been called “user error”, ‘“operator error’*, and “human error”. IEC 60601-l4 
Electrical medical equipment identifies human error as a hazard with medical devices, but 
remains silent under clause 46 in the 1988 edition, stating ‘“under development”. 

Globally harmonized medical device regulation requires that medical devices be designed 
and manufactured in such a way that they will not compromise the elinitial dondition or the 
safety of the patient, or the safety and health of operators or other $ersons. In addition, risks 
must constitute acceptable risks :&hen weighed againstthe benefits to the patient, This 
essential principle is being acce ted r globally. (SGl N2OR5: Essential principles of safety and 
performance of medical devices, and IS0 16 142: Guide to the selection of standards in 
support of recognized essential principl&‘). 

The risk reduction approach has resulted in European and International standards on risk 
analysis EN 144 1 la and ISO 149? I- 1 * I, The scope has been enlarged to cover risk 
management over the life cycle &the device. IS0 1.4971, Risk rna~agernen~~~ was formally 
accepted as an international standard in the’ year 2000. It requires that risk is analyzed and 
reduced to an acceptable levef four the intended use or intended purpose, and also for the 
reasonably foreseeable misuse. of a medical device. Con~qne~tly~ errors re@ting to the use 
of medical devices have been designated *‘use errors” to avoid the connotation of blame on 
the operator or user or on the device and to dif$erentiate them from abnormal use defmed 
below. The term “use error” is defmed in the IECKIX 6&5OI+ 1 -63 as an act which has a 
different result than intended by the manufacturer or different result than’expeeted by the 
operator. Examples of potential use errors are given in Annex A. 

A process standard, IEC 60601-11~6: Usabilit$, is being developed describing the usability 
engineering process, and ,provides guidance on how to impleme& and execute the process. 
This guidance was developed by the Association for the Adva~~rn~nt of Medical 
Instrumentation (AAMI) and published as HI? 74:20012, AA&R also plans to revise AAMI 
HE 48:199313 which provides ergonomic data compilation. @@danice on operator and user 
training information to be provided by the manufacturer is al~,~~~.deve~~ed* 

IEC 6060 l- l-6, Usabilit$; excludes abnormal~use from its scope. Abnormal use is an act or 
an omission of an act by the user $r the operator as result af conduct that is beyond any 
reasonable means of risk cpntrol by the manufacturer of the medical device. Examples of 
potential abnormal use are’ given in Annex A 

IS0 TC210 is revising IS0 13485: Quality System for Medic&l Devicesr4, ,(EN 46001r5 
equivalent), in line with the revi$on ofISQ 9001:200036. The revision of the quality system 
standard is,scheduled for the yeti 2003. ISO 9001 contains elements of customer satisfaction 
in complaints or corrective ac$ion requirements. Ii90 TC210 will also revise IS0 
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14969:Guidance for quality systems17, arrd enlarge on the feedback of use hrors. This will be 
incorporated into several variables: into design considerations‘ through the corrective and 
preventive action process, into design validation. by using usability engineering, and into risk 
reduction and risk management:processes over the life cycle of the medical device. 

As discussed above, there is inncn%sed focus on use errors, and they have to be separated corn 
abnormal use. This is being incorporated into quality system corrective and, preventive action 
requirements, usability engine&&g, design validation, and r&k management processes. For 
example, use errors will, be evaluated by the manufacturers and documented, in places like 
design dossiers, and will be accessible to regulatory authorities and contirmity assessment 
bodies. 

7.0 References 

1. GHTF -SG2 N2 lR8, Adverse ev&t reporting-guidance for the medica! device 
manufacturer or its aut@rized representative, June 30, 1999 

2. AAMI HE 74~200 1, Human factor design process for medi& devices. 
3. IEC/CD2 60601- l-6:20@ Medical electrical equipment - Patit I: General 

requirement for sufety-LCollateral stand&-d: 6, Uspbility~ 
4. IEC 6060 1- 1: 1988, Medical electrical equipment - Part I-6: General requirements 

jbr safety 
5. 
6. 

GHTF-SG2 N36, Manuf+turer trend reporting @f&verse even& June 3 0, 2000 
J. Cooper, R.Newbower, R. Kitz, An analysis of major errors ati equipment failures 
in anesthesia management: consiger&ion for prevention and detective: 
anesthesiology, 60~34-42, I984 

7. S.Bleyer, Mediziriische t~chnische ZwischenfWe in ~~~~~~~s~r~ und ihre 
Verhinderuq, in: Anna W, Hartu~g C (Hrsg.) M~teil~~ge~.des -Instituts f% 
Biomedizinische Technik ufid Krankenhaustechnikder ~edizi~~s~he~ Hochschule 
Hannover, 1992. 

8. SG1 N20R5, Essentialprinciples@ safet;v andperfbnunce of medical devices 
9. ISOITF 16 142: 1999-l 2,:Medical devices _ G&da&e on the selection of standards in 

support of recognized essential principles of safeg azrd performcmce of medical 
devices. Guide to the sel+$ion of standards in support ofrecognized essential 
principles. 

10. EN 144 1: 1997- 10, Medic@ devices - Risk analysiq (I&went being replaced by EN 
IS0 14971:2000- 12 with three year transition to 2003-12) 

11. IS0 1497 l- 1: 1988- 10, Medical devices - Risk management - Part *I: Application of 
risk analysis (Documer% being replaced by ISQ 14971:200Q- 12 with three year 
transition to 2003- 12) 

12. IS0 1497 1:2000- 12, Medical devices - Applicatign of risk’m~ageme~t to medical 
devices 

13. AAMI HE48: I 993 I!Ttivm factors engineering guidelines and preferred practices 
for the design of yedical devices 

14. IS0 13485: 1996- 12, Qu@Yy systems - Medicai devices - Particular requirementsfor 
the application ofIS 9&U_ 

15. EN 4600 1: 1996-08, Quality systems - Particular requirements fbr the application of 
EN IS0 9001 

16. IS0 900 1:2000- 12, Qua&y management systems - Requirements 

15 September 2005 Page 33 of 37 



Medical Devices: Post Market Surveillance: GWal Guidance for Adverse Event Reporting 
for Medical.Devices - SG2(FD)N54R6 

Study Gruufj 2 - Proposed Document- 

17. IS0 14969: 1999+06> Q&ity sys@hz~ -~h&dical devices - Guidance an the 
application of IS0 1348.5 and ISD 13488 

15 September 2005 Page 34 of 37 



Medical Devices: Post Ma&et SurveiJtanc,e: Giobaf Guidance for AdverseEvent Reporting 
f?r MediCal ~Devices _ SG2(PD)/N54RS 
Study Group 2 - Proposed Document 

ANNEX A 

EXAMPLES OF US% ERROR AND INDIA 

1. Potential use errorfk 

Complaint reports received :of events occurring despite proper i~str~~ti~us and proper 
design according to manufacturer’s analysis. 
*Operator presses the wrong button, 
*Operator misinterprets the ieon and selects,the wrong Hmction. 
*Operator enters incorrect sequence and fails to initiate infWion. 
*Operator fails to detect a d@$erous increase in heart rate because the alarm limit is set 

too high and operator is over-reliant on alarm system, 
*Operator cracks catheter connector when tightening. 
*A centrifugal pump is made from material that is known to be incompatible with alcohol 

accordiug to the labeling, marking, and product warnings provided with the pump. 
Some pumps are found toihave cracked due to inadvertent cleaning with alcohol. 

l Unintentional use of pipette out of calibration range. 
*Analyzer placed in direct sunlight causing higher reaction temperature than specified. 
*MRl system and suite have’lsrge orange warning Iabels concerning bringing metal near 

the magnet. Technician brings an’sxygen tank into presence of-magnet and it moves 
swiftly across the room into the magnet. 

2. Potential abnormal uses: 

Complaint reports received of events occurring despite proper instructions, and proper 
design, and proper training according to manufacturer’s analys~,determ~~ed to be beyond 
any reasonable means of the manufacturer’s r&k control. 

Use of’ a directly mediial device in installation prior to completing all initial 
performance checks as specified by the manufacturer. 
Failure to conduct device +ecks prior to each use as defmed by the manufacturer. 
Continued use of a medioaf device beyond the rn~~~ct~rer defined planned 
maintenance interval as a result of operator’s or user’s failure to arrange for 
maintenance. 
Contrary to the instructions for use, the device was not sterilized priorto implantation. 
Pacemaker showed no output afier use of electrocautery device on the patient despite 
appropriate warnings. 
Product analysis showed that the device was working in accordance to specifications, 
further investigation revealed that the operator wds i~la~eq~at~ly trained due to failure 
to obtain proper training. 
During placement of a placemaker lead, an inexperienced physician or other non- 
qualified individual .perfor+tes the heart, 
The labeling for a centrifugal pump clearly indicates that it is intended for use in by- 
pass operations of less than 6 hours in duration. After considering the pump options, a 
clinician decides that the ‘pump will be used in pedia.trie..extra-co~oreal membrane 
oxygenation (ECMO) procedures, most of which may last several days. A pump fails 
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due to fatigue cracking and patient bled to death. 
Safety interlock on a med;ical laser removed by operator or user. 
Filter removed and intentionally not replaced resuItmg in particulate contamination and 
subsequent device failure. 
T(anks delivered to a healith care &cility are supposed to contain oxygen but have 
nitrogen in them with nitrogen fittings. The rna~te~~~e person at the health care 
facility is instructed to make them fit the oxygen receptacles. Nitrogen is delivered by 
mistake resulting in sever-M seriaus injuries. 
Use of an automated analyzer regardless of the warnings on the screen that calibration 
is to be verified. 
Pacemaker patient placed ;mto MRI system with the knowledge.of the physician. 
Ventilator alarm is disabled, preventing detection of risk condition. 
Patient’s relative mtentionaljly altered infusion pump to deliver a lethal overdose of the 
infusing,drug to the patient. 
Home care worker uses bedrails and mattress to suffocate patient. 
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Abnormal use, i.e. act or omission of an act by the operator or riser of a medical device that 
is a result of conduct that is beyond any reasonable means of risk control by the 
manufacturer should be reported by the operator or user to the health care facility, 
following internal procedures based on anonymity and non-punity, for evaluation, feedback 
to the reporting person or facility and eventual corrective actions by the health care facility, 
in consultation with the manufacturer, if necessary, i.e:, where a medical device may be 
involved. 

If national authorities regulate the user reporting, it should follow the principle of anonymity 
and non-punity, evaluation, feedback to the reporting person or facility an$. eventual 
corrective action. In cases where ;a medical device is involved, the ~~ufa~t~~er should be 
informed about the adverse event by the Competent Authrity upon receipt of such reports 
f?om the user. 
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